Experimental and clinical evaluation of cholangiography with xeroradiography.
Conventional screen film radiography is compared with xeroradiography in an experimental model for cholangiography. The wider exposure latitude of the xerographic technique confers certain diagnostic advantages. However, the actual clinical application presents practical difficulties, which, combined with low sensitivity, are of such a nature that the method can hardly be considered suitable at the present time. If certain improvements can be made, xeroradiography could become a superior method for radiography of the bile ducts.